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Introduction
In the practice of dental radiology, the use of digital in-

traoral imaging systems has become increasingly common 
from the 1980s to the present day, especially with recent 
developments in technology. The first intraoral phosphor 
storage plate (PSP) (Digora, Orion Co./Soredex, Helsinki, 
Finland) system was introduced in 1994.1 These systems 
include PSPs that are stimulated by light, a scanner that 
scans PSP data after exposure, a computer to record the 
data, and a software program for image processing. 

PSP systems, which use digital radiology technology, 
are preferred over traditional radiology because of fea-
tures such as lower radiation doses and higher acquisition 
speeds, and environmental advantages, since certain chem-

icals are not needed. In addition to these features, PSPs 
have a wide dynamic range that provides flexibility for cor-
recting underexposed and overexposed images. When com-
pared to charge-coupled device (CCD) or complementary 
metal-oxide semiconductor (CMOS) direct digital sensors, 
PSP is thought to be more acceptable to patients because of 
its outstanding features such as wireless connectivity, flex-
ibility, and thin design. Despite these advantages, PSP is 
susceptible to bending and damage during handling, which 
causes permanent scratching on the receptor. Furthermore, 
PSP has a lower spatial resolution and a higher image ac-
quisition time; additionally, more steps are needed to visu-
alize the images compared to CCD and CMOS sensors.2 

Understanding this technology is very important for re-
solving image errors and obtaining successful radiographic 
imaging, as well as for developing innovations in the sys-
tem. Çalışkan and Sumer3 reported a comprehensive clas-
sification of intraoral PSP image errors and artifact types. 
Chiu et al.4 examined PSP artifacts under the headings of 
operator errors, scanning machine errors, and sensor de-
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fects. In Gulsahi and Secgin’s study,5 the effect of visible 
light on exposed PSPs was studied. In previous studies, 
the effects of visible light on exposed PSPs and physical 
damage of the plates were emphasized comprehensively, 
but scanner and software errors were not mentioned in an 
all-inclusive manner. In this study, the aim was to deter-
mine and classify dental PSP system artifacts in a compre-
hensive way according to the classifications proposed in 
previous studies.

Materials and Methods
Ethical approval for this retrospective study protocol 

was obtained from the institutional review board (Ondokuz 
Mayıs University Ethics Committee of the Health Scienc-
es). The radiographic database of Samsun Dental Hospital 
was used for this study. The digital imaging system in the 
hospital consists of 4 VistaScan Mini Easy PSP scanners 

(Dürr Dental, Bietigheim-Bissingen, Germany), 4 VistaS-
can Mini PSP scanners (Dürr Dental, Bietigheim-Bissingen, 
Germany), and 2-size and 0-size PSPs (Dürr Dental, Bi-
etigheim-Bissingen, Germany, Apixia Phosphor Plates US).

Anonymized periapical radiographic images in the Dig-
ital Imaging and Communications in Medicine (DICOM) 
format were obtained from the Samsun Dental Hospital 
PACS system (Ak Dental Ltd., Samsun, Turkey) using the 
DICOM Query/Retrieve tool. The first 250 images tak-
en every month, between January 2017 and August 2018, 
for a total of 5000 periapical images, were examined. The 
images were evaluated on an Eonis 22 monitor (MDRC-
2222, Barco, Kortrijk, Belgium) under semi-dark lighting 
conditions. All the radiographs were evaluated by a single 
oral radiologist. Image errors and artifacts were classified 
according to the classifications presented in the studies of 
Çalışkan and Sumer,3 Chiu et al.,4 Shetty et al.,6 and Lan-
gland et al.7 Additionally, especially for scanner artifacts, 
the user manuals of Digora PSP scanners (Kavo/Soredex, 
Helsinki, Finland)8 and VistaScan Mini Easy PSP scanners 

(Dürr Dental, Bietigheim-Bissingen, Germany)9 were con-
sulted, and for software artifacts, the report of the Ameri-
can Association of Physicists in Medicine task group10 and 
Seeram’s study11 were used. 

Identified errors and artifacts were classified according to 
their possible causes. Errors and artifacts that were not ob-
served during this study but were reported in previous stud-
ies were also included in the classification. All the radio-
graphs were evaluated under semi-dark lighting conditions. 
The 500 radiographs that were selected were re-evaluated 
2 weeks after the first evaluations under the same condi-

tions to determine intraobserver reliability. Statistical anal-
yses were performed with SPSS version 21 (IBM Corp., 
Armonk, NY, USA). Intraobserver reliability was analyzed 
with the kappa statistic, which was interpreted as follows: 
0.00-0.10, no agreement; 0.10-0.40, poor agreement; 0.41-
0.60, moderate agreement; 0.61-0.80, good agreement; 
and 0.81-1.00, very good agreement. P values <0.05 were 
considered to indicate statistical significance. 

Results
Artifacts and errors were observed in 1,822 periapical ra-

diographic images. The kappa values were found to be be-
tween 0.78 and 1.00 for various image artifacts. Based on 
these values, good or very good agreement was found for 
intra-observer reliability. After examination of the images, 
the reasons for the errors and artifacts were divided into 6 
categories, which were in turn divided into 45 subheadings. 
Table 1 shows the frequency of the PSP-specific image ar-
tifacts and errors. 

Operator errors
In this study, the most common errors were operating 

errors (34.7%), and the main errors within this group were 
projection geometry errors (31.9%). The second most com-
mon errors were sub-operator errors; this group included 
artifacts related to the placement of PSPs into the mouth. 
The most common error in this sub-group was incorrect dot 
position. Bending the PSP to reduce the patient’s discom-
fort causes a slight line on the bent area, and this also pro-
duces distortion and density differences on the bent areas 
of the images. If the PSP is bent when placed in the mouth, 
a mirror image occurs. Bent parts and opposite parts have 
the same radiographic appearance. 

Ambient light artifacts
In the study, the next most common error was whitening 

(Table 1). When the PSP is exposed to visible light through 
a piece of paper with writing on it, more light passes 
through the area without writing, and the text on the paper 
appears on the latent image (Fig. 1). 

Plate artifacts
In the study, the third most common error involved short 

scratches (Table 1). These deformations are shown as ir-
regular or straight radiopaque lines anywhere on the radio-
graph. Using a plate that is not properly matched with the 
scanner causes the image to elongate longitudinally and 
produces bright stripes (Table 2, Fig. 2).8,9
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Scanner artifacts
Errors related to the scanner were quite rare; the most 

common scanner error was horizontal white lines caused 
by the accumulation of dust and dirt on the narrow win-
dow of the scanner (Table 3, Figs. 3-6). In this study, errors 
related to the scanner were identified with the help of our 
technical support team and previous studies.3,4,6,8-11

Software artifacts
Incorrect settings of processing menus can result in im-

proper histogram normalization, incorrect dynamic range 
scaling, and inappropriate output film density.10 In the cur-
rent study, the actual reasons for incorrect settings could 
not be determined because this study was conducted retro-
spectively. Other software artifacts include edge masking 

Table 1. Classification and prevalance of artifacts and errors

Operator errors N Superposition of undesirable structures N Plate artifacts N

Placement of PSP to mouth Tongue artifact7 - Short scratches 267
Bend marks 3 Phalangioma 1 Wide scratches 52
Mirror image 1 Piercing, eyeglasses 3 Bite marks 34
Incorrect dot position 46 Amalgam residuals 8 Partial stripping 132
Movement 2 Holding devices 1 Crescent-shaped nending 105
Projection geometry 582 Reticulation 2

Excessive cleaning of plate surface8 -

Contamination of PSP
Dust, glove powder 21
Smudges 1
Fingerprint 3
Adhesive dental material 3

Using mismatch PSP with scanner 3

Total 634 13 623

Ambient light errors  N Scanner artifacts N Software artifacts N

Whiting 382 Roller artefacts Incorrect histogram normalization10 -

Shining 22 Horizontal white line 12 Incorrect dynamic range scaling10 -

Text pattern 3 Vertical white line 3 Incorrect output film density10 -

Light exposure of PSP before x-ray 2 Straight radiolucent lines 2 Edge masking defect 2
Non-uniform density 24 Transport belt artifact 3 Bisection 4
Noise 81 Eraser unit artifact 1 Communication error artifact11 -

Laser unit faults Data cable malfunctioning11 -

Laser unit dirty 4
Fragmented image 3
Sandy view8 -

Plate size determination error 4
Peeling of the conveyor belt3 -

Total 514 32 6

PSP: phosphor storage plate

A B C

Fig. 1. A. Phalangioma (arrow). B. The dental fillings (highest attenuation value areas) lost photons and had a shiny appearance when ex-
posed to ambient light. C. A text pattern caused by exposure to visible light.
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defects and bisection of images. Edge masking is designed 
to improve the quality of clinical images.8,9,11 Defective 
edge masking causes part of an image to be missing, so 
that it resembles a cone-cut image or a metal artifact.8,9 In 
addition, inadequate edge masking causes image blurring.11 
This study found 2 images with the artifact presenting as a 
blurred image. In this retrospective examination, we could 
not securely differentiate a defective edge masking artifact 
from cone-cut images. However, in the clinic, when we 
encountered this type of edge masking defect, the system 
gave the edge masking defect error for consecutive images 
that had a cone-cut appearance in the same region of im-
ages (Fig. 7). The solution was to update the software pro-
gram. However, if the software program cannot be updated, 
the edge masking tool should be closed. Another software 
artifact is bisection of images. This error is caused by the 
image being divided into 2 parts, 1 of which is saved on 
the screen of the previous patient and the other part saved 
on the screen of the correct patient (Fig. 8).8,9 Software arti-
facts encountered in the clinic that have been reported pre-

viously (Table 1).10,11

This study found no conveyor belt peeling3 or tongue ar-
tifacts,7 excessive cleaning of the plate surface artifacts,8,9 
incorrect settings of processing menus,10 communication 
error artifacts,11 or data cable malfunctions,11 but these ar-
tifacts were included in our classification because they had 
been defined in previous studies and reports. 

Discussion
Very few studies have investigated PSP technology er-

rors and artifacts, and most of the studies that have done 
so are related to medical radiology.3-6 This study aimed to 
classify the image artifacts of intraoral phosphor plates in 
an in-depth way and to define the causes of and solutions 
for errors in this recently developed, popular imaging mo-
dality.

This study found that the most common errors were op-
erating errors, with a predominance of projection geometry 
errors within this group. Several studies and reports have 

Table 2. Definitions of and solutions for types of phosphor storage plate (PSP) damage

Type of damage     Description of damage        Reason of damage      Solution of damage Possible 
misdiagnosis 

Short scratches Small, short radiopaque lines Sharp-edged restored teeth
Sharp edges of teeth

Routinely evaluating PSPs 
Roberts and Mol’s method

Canal file when seen 
in touch with root 
canal

Large and  
wide scratches

2-5 mm long or longer linear  
or irregular radiopaque lines

Twisting and non-professional 
manipulation of the PSP

Routinely evaluating PSPs Canal file when seen 
in touch with root 
canal

Bite mark Small radiopaque dots on  
the radiographic image
Small pits on the PSP surface

Patient cooperation cannot be  
achieved and the patient  
incorrectly bites the film

Film holders
Roberts and Mol’s method

Salivary calculi

Partial stripping  
of the PSP  
borders

Irregular radiopaque shadow  
areas on radiographic image
Partial stripping of the  
protective coating of the 
photostimulating  
luminescence layer of  
the plate

Wrong plate carrier system  
of scanner 
Incorrect handling of image plate 
PSP-scanner mismatch 
Friction between the roller of  
the scanner and PSP 
Excessive bending of the PSP

Using compatible systems
Professional manipulation

Crescent-shaped  
bending

Radiopacity in various  
densities in crescent shapes 

Mechanical stresses Routinely evaluating PSPs Cortical boundaries 
of a cyst when seen 
on diffuse radiolucent 
depression regions 
(lateral fossa etc.)

Reticulation Reticulated appearance of  
the image

Peeled PSP surface Routinely evaluating PSPs Septated bone lesion

Excessive wiping Shadow smudge appearance Damage of protective coating  
by abrasive cleaning agents

Gentle cleaning, use of 
nonabrasive cleaning agents
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analyzed projection geometry errors.12-15 The projection 
errors that are generally known are shape distortion er-
rors (foreshortening, elongation, image lengthening, and 
distortion), horizontal angulation artifacts (overlapping), 
cone-cutting errors (crown or apices being cut-off), and 
cone vertical level errors (crowns or apices not showing). 

The second most common error was whitening caused 
by unsuitable ambient light. If the scanning of an exposed 
PSP is delayed without protection from the ambient light, 
latent electrons in the image are released spontaneously. 
These electrons cause noisy and whiter image views. In 
this study, the artifacts related to ambient light were caused 
mainly by removal of the plate from its protective cov-
er after exposure to prevent contamination, similar to the 
findings of Çalışkan and Sümen.3 In addition, Akdeniz et 
al.16 reported that exposed plates began to release electrons 
after 10 minutes. Signal loss initially occurs on the periph-

ery of the image because the photons that are exposed on 
the periphery of the plate have a lower intensity than those 
that are exposed on the center of the plate.4 Additionally, 
the highest attenuation value areas, such as fixed prosthe-
ses and metallic dental materials, lose photons and have a 
shiny appearance when exposed to ambient light (Fig. 1B).

Another common error came from short scratches caused 
by deformations in the plates. Damage to the photo-stim-
ulating luminescence layer and cracking in the supporting 
polyester layer can occur for a variety of reasons, includ-
ing careless manipulation when positioning the PSP in the 
mouth, excessive bending, unintentional biting by the pa-
tient, using force when placing the film into the scanner, 
and mechanical stresses of the rollers and holders during 
the scanning process. Manufacturers recommend using 
protective covers to minimize mechanical damage to the 
plates.8,9 Previous studies have suggested that plastic bar-

A B

C D

E F G

Fig. 2. Phosphor storage plate (PSP) damage. A. Stretches. B. Crescent-shaped bending (arrow). C. Bite marks (arrow). D. Partial stripping 

(arrow). E. Peeled plate surface. F. Reticulation caused by a peeled PSP surface. G. Elongation of the image resulting from use of a mis-
matched plate.
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rier envelopes were not able to prevent bite marks.4 PSP 
damage can be handled using Roberts and Mol’s method,17 
which involves placing double-sided pieces of tape around 
the sensor plate cover. It has also been reported that the use 
of both cardboard sheaths and disposable plastic envelopes 
prevents PSP damage; however, this also causes movement 
of the phosphor plates in the disposable packets.13 PSPs 
should be checked every day for scratches. If scratches are 
found on the surface, a test image should be taken and, if 
necessary, the PSP should be replaced. It was observed that 
the rate of physical damage to the PSPs was much higher 
than reported by Chiu et al.4 and Gülsahi et al.,5 but similar 
to that reported by Çalışkan and Sümer.3 In this study, the 
high rate of the PSP damages was due to the fact that new 
PSPs could not be purchased when needed because of the 
hospital’s financial situation and the high costs of the PSPs.

Manufacturers recommend opening the adhesive side of 
the protective cover and placing the PSP onto the scanner 
input unit with the light protection cover.9 The image plate 

should then be slid out of its protective cover downwards 
into the unit until the image plate is automatically drawn in. 
The aim of this process is to prevent handling and ambient 
light-induced errors and artifacts. 

Dust particles, glove powder, body oil, saliva, adhesive 
material for the protective covers, and dental adhesive ma-
terial are agents that have been reported as being responsi-
ble for dirt on the plate.3,5 Dirt on the active side of the plate 
blocks the laser light and causes radiopaque artifacts.3,5

Wiping the plates may also have a negative effect on 
plate quality. For this reason, Kalathingal et al.18 advised 
that plates should be given a light wipe only when needed 
and should be cleaned with 95% alcohol and a soft cloth to 
remove any surface dust particles, body oil contamination, 
and smudges. The current study found no wiping artifacts, 
because the plates were cleaned with cleaning pads only 
when the PSP surface was contaminated.

Errors related to the scanner in the current study were 
identified with the help of technical support staff, but these 

Table 3. Definitions and solutions for scanner errors and artifacts

       Type of damage            Description of damage           Reason for damage Solution for damage

Roller artifacts,  
horizontal straight lines  

Horizontal gray lines 
(of various radiopacity) extending  
in the fast scan direction

Dirt on the rollers Cleaning of transport mechanism
Replace belts if necessary

Roller artifacts,
vertical lines

Gray straight or zigzag lines parallel  
to the slow scan direction

Accumulation of dust and dirt  
on the light guide or deflector

Cleaning of light guide unit by 
service personnel 

Straight radiolucent  
lines

Radiolucent lines in the fast scan  
direction, equidistant from each other.
Multiple radiolucent lines parallel to  
the fast scan direction.

Dust/dirt particles on the  
pickup light guide17

Electromagnetic interference  
artifacts are caused by anything  
that interferes, interrupts,  
reduces, or limits the effective  
performance of the scanner.

Cleaning of light guide unit by 
service personnel
Finding the reason for 
interference8,9

Powering of device power  
supply8,9

Transport belt artifacts Abnormal image sizes (long or short)
The plate cannot be scanned, but is  
saved as a blank white screen
Half-read image (transport slipping error)

Belt motor does not move at  
the correct speed 

Replacing the motor if the  
error repeats 
Change the drive belt every  
3 years

Eraser unit artifacts Ghost images of previous exposure Defective LEDs cause  
inadequate erasing. 

If scanner repeats the error and  
LED is defective, the eraser unit  
should be changed

Laser unit being dirty Image is divided into 2 parts by  
a vertically radiopaque line 

Dust particles and dirt are  
accumulated in the laser slit.

Cleaning of laser slit

Laser unit malfunction Fragmented images, sandy view,  
gear-like image, segmenting of image

Laser unit fault8,9 Changing of laser unit

Plate size determination  
error

For exp. 2 size plate is detected as 0 size  
and half of image cannot be obtained.

This error occurs when the  
scanner detects another size  
than the scanned plate size.

Peeling of the conveyor  
belt

At the corners of image, a well-defined,  
irregular appearance 

Peeling of the conveyor belt
surface 

Cleaning out the peeled parts
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errors were, in fact, rarely observed. The direction of the la-
ser beams, which is guided by the mirrors, is referred to as 
the “fast scan direction.” The transport mechanism guides 
the plate through the unit, and this movement direction 
is called “slow scan direction.” It was reported that white 
lines extending in the fast scan direction are caused by dirt 
on the transport mechanism, and that white lines extending 
in the slow scan direction are caused by dirt on the light 
guide.4 Dirt on the narrow scanning window may block the 
stimulating laser light at the same place on every fast scan 
cycle. Dirt on the parabolic mirrors or light collector may 
block the signal from reaching the photomultiplier tube 
and cause a focal no-signal area. If the blocking agent re-
mains present throughout the entire scanning procedure of 

the plate, it may generate a radiopaque straight line on the 
radiographic image. Çalışkan and Sümer3 reported that zig-
zag lines are probably related to minimal movement of the 
dirt agent because of scanner vibration during the scanning 
process. Manufacturers recommend that the scanner trans-
port mechanism and laser slit should be cleaned if these el-
ements are contaminated. Spray cleaning agents should not 
be used to clean the unit because liquid may penetrate into 
the unit.9 In addition, an air spray may push dirt deeper into 
the device on the narrow scanning window.

An inadequate erasing process causes a ghost image of 
the previous exposure to appear on the image. The solution 
is to check the setting. The eraser setting should be at the 
highest erasing power, while the scanning speed should be 

Fig. 3. Scanner artifacts. A. The 
gray lines extend in the fast scan 
direction (thick arrow) (caused by 
dust on the light guide) and dust 
particles (thin arrow). B. The gray 
line extends in the fast scan di-
rection (arrow). C. Transport belt 
artifact (caused by the belt motor 
not moving at the correct speed, 
resulting in an abnormal elongation 
of the image).

A B

C

Fig. 4. Scanner artifacts. A. Laser 
slit dirt. B. Eraser unit artifact.

A B
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at the slowest setting.8,9

Failures of laser units on intraoral imaging systems have 
not been comprehensively reported in previous studies. 
The laser unit can contribute to a wide variety of errors, of 
which separation of images into 2 parts and image frag-

mentation occurred in this study. A sandy view and a gear-
like image are shown in the user guide, but they were not 
observed in this study. The manufacturers recommend 
changing the laser unit to solve this problem.9

In this study, 2 images with radiolucent bands were ob-

Fig. 5. Scanner artifacts. A-C. Laser unit fault.

A B C

Fig. 6. Scanner artifacts. A. Straight radiolucent lines (with the likely cause being dust/dirt particles on the pickup light guide). B and C. 
Parallel multiple radiolucent lines images obtained from a phantom head. The likely cause was electromagnetic interference.

A B C

Fig. 7. Software artifacts. A. An 
edge masking defect causing a noisy 
view. B. An edge masking defect 
simulating a cone-cut image.

A B
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served and these artifacts appeared as 4 straight lines in the 
same image, equidistant from each other. It was reported 
that such scan lines were caused by dust/dirt particles on 
the pickup light guide.10 Shetty et al.6 reported that non-vi-
sualized areas and missing lines or pixels may be caused by 
sudden power failures. In addition to that, before this study 
was performed, radiolucent bands with different character-
istics were observed in 4 consecutive images taken from a 
phantom jaw. These radiolucent bands in phantom images 
were seem as multiple radiolucent lines parallel to the fast 
scan direction (Fig. 6). After the device connections had 
been repeatedly put in place, the error was diminished. 
The manufacturers report that electromagnetic interference 
artifacts are caused by the existence of power lines in the 
immediate vicinity, which is a physical phenomenon that 
can affect electronic equipment in general.9 Manufacturers 
suggest adding appropriate electromagnetic shielding, and 
that the quality of the supply voltage should corresponded 
to a typical commercial or hospital environment. The de-
vice should also be powered from an uninterruptible power 
supply or from a battery.9 Çalışkan and Sumer3 referred to 
this as the ridging artifact, and suggested that these multi-
ple radiolucent lines parallel to the fast scan direction are 
caused by momentary changes in the light intensity of the 
stimulating lasers and loss of synchronization between fast 
scan cycles and image plate transitions. A full consensus 
about radiolucent artifacts has not been achieved; further 
research is needed on this type of artifacts.

Plate size determination error most likely occurs when 
the scanner detects a different size from that of the scanned 
plate. The current study observed this artifact when the 
number 2 plate was detected as being the number 0 plate, 
causing half of the image to be missing. Çalışkan and 

Sümer3 reported that this error occurs when multiple intra-
oral-sized plates are scanned and the scanner mistakenly 
detects the size as panoramic or cephalometric.

In the current study, software artifacts, except the edge 
masking defect and the bisection artifact, could not be 
identified because this study was conducted retrospective-
ly. However, in the clinic, when there was a disturbance 
in connectivity, the exposed and then scanned plate repre-
sented the image as an image of the unexposed plate on the 
screen and the system gave a connection error. However, 
it has been reported that communication errors result from 
power failure during image transmission, causing missing 
lines or pixels in the resulting image.11

In conclusion, PSP systems have characteristic artifact 
properties. Some of these artifacts can be solved by mak-
ing corrective interventions such as updating software or 
replacing damaged scanner parts. In addition, checking the 
plates regularly and working with appropriate procedures 
may prevent the physical deformation of the plates and 
contribute to the reduction of some artifacts. Knowledge of 
basic physics and the technology of the PSP system may 
result in more successful radiographic imaging. However, 
there is a need to conduct further research into PSP artifacts 
and errors to help make radiographic imaging more useful.
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